headphones in the United States nearly doubled from 2010 to 2011. 5, 6 Given the ubiquity of headphones and the strong electromagnetic field they can emit, and because the valve is much closer to the headphone than to an iPad, the issue of whether headphones would affect a programmable shunt is important.
The purpose of this study was to determine the effect of headphones on programmable shunt valve settings. We performed an in vitro study to determine whether the valve pressure settings of 3 commonly used programmable valves could be altered by exposure to headphones and, if so, at what distance.
methods
This was an in vitro study of headphone magnetic field strengths and their interactions with programmable shunts. The set-up did not allow for the placement of a tissue layer over the valve to mimic the properties of skin. Magnetic field strength was measured using a direct current (DC) gaussmeter (Model ST, AlphaLab, Inc.). Three different headphones were evaluated: Apple earbuds, Beats by Dr. Dre, and Bose QuietComfort Acoustic Noise Cancelling headphones. The magnetic field strength emanating from the center of each headphone was measured at different distances from the headphone, starting at 0 mm and going up to 50 mm in increments of 5 mm. Each headphone was tested 3 times. Multiple headphones and valves were not tested, but it was believed that the quality control processes in place at each manufacturing site would provide a degree of internal consistency. The electromagnetic field strength at each distance was obtained by calculating an average of these 3 trials.
The effect of the magnetic field emanating from each headphone was tested on the following 3 programmable shunt valves: Codman Hakim programmable valve, Medtronic Strata II valve, and Aesculap proGAV. The valves were exposed to each headphone at distances of 0, 5, 10, 15, 20, and 50 mm. The distance was determined by a ruler, and the valves and headphones were held manually at the designated distances. Each valve exposure to the headphone electromagnetic field lasted 1 minute. Following exposure, the valve setting was investigated, and the postexposure valve setting level was recorded. Five exposures were made at each shunt setting and distance. Next, to simulate the torque produced when putting on and taking off a headphone (in terms of magnetic field), each valve was tested with each headphone at the above distances, but the exposure included rotation of the headphones 180° to the right and 180° to the left for 5 trials.
Lastly, each valve and headphone combination was tested at each distance with a sustained tone frequency of 20, 500, 1000, and 2000 Hz for 1 minute for 5 trials to see whether different frequencies affected the valve setting differently.
results
The electromagnetic flux densities (in gauss) of the 3 headphones at different distances are shown in Table 1 . As expected, the gauss level of emission decreased precipitously with increasing distance. All 3 headphones generated significant gauss fields at 0 mm. The maximum recorded flux density of the 3 headphones was 267 G from the Beats by Dr. Dre headphone. For all headphones, the magnetic flux decreased to less than 50 G at 15 mm and less than 20 G at 20 mm (Fig. 1 ). There were no changes in gauss levels with changes in frequency for any of the headphones (data not shown).
Changes in valve settings were noted for both the Strata and Codman-Hakim valves by direct contact at 0 mm with the Bose headphones, with the Strata valve changing from 1.0 to 1.5 and the Codman-Hakim from 120 to 130. At all distances greater than 0 mm, the headphones did not affect the shunts ( Table 2 ). The Aesculap proGAV valve was not affected at any distance.
When a rotational component was added to the testing, both the Strata and Codman-Hakim valves were reprogrammed by all 3 headphones at 0 mm but remained unchanged at distances of 5 mm and greater ( Table 2 ). The Aesculap proGAV valve was not affected at any distance.
discussion
The aim of this study was to assess the effect of headphones on 3 programmable valves that are widely used in the surgical treatment of hydrocephalus. To our knowledge, this is the first study of its kind. Given the fact that the sales of headphones in 2011 were greater than $2 billion, the effect of headphones on programmable shunt valves is an important health issue for hydrocephalus patients. 5, 6 In this study, we found that headphones emit a high magnetic field at 0 mm from the center of the headphone, but the field drops off quickly. Of note, even the The headphones had no effect on the proGAV valve, even at 0 mm. There have been multiple previous reports of environmental magnetic field exposures changing adjustable valve settings. It has been established that magnetic resonance imaging and transcranial magnetic stimulation, which both generate high-intensity, focal magnetic fields, affect valve settings. 2, 4 There are precautions in place when patients are being examined or treated with these modalities to check valve settings because of the exposure to a magnetic field. Patients with hydrocephalus are also exposed to environments in their daily life that generate significant magnetic fields, but they may not know that the valve settings should be checked until a change is noted during neurological examination. Previous studies have revealed that even low-intensity magnetic fields from objects such as magnetic toys, television, and speakers can change the setting in some models of programmable valves. 2, 4, 8, 9 In a recent study, the maximum gauss level produced by an iPad was 170 G, which is less than the maximum gauss level found in any of our headphones. 7 Given that the magnetic field from a headphone is much closer to the valve, there is cause for concern regarding headphones.
The maximum magnetic field exposure recommended for the valves by Codman and Medtronic are 80 and 90 G, respectively (http://www.mrisafety.com/SafetyInfov.asp? SafetyInfoID=248). Therefore, the headphones still emit magnetic fields at 5 mm that are high enough (range 51-140 G) to exceed the manufacturers' warnings. In addition, 5 mm approaches the presumed distance between these headphones (particularly ones with large ear pieces) and the shunt valve. Although we did not see the shunts reprogrammed at a distance of 5 mm, it is possible that with longer and repeated exposures there could be a significant risk of spontaneous programmable shunt valve reprogramming.
There are several limitations of our study. First, our magnetic exposure trials were conducted in different conditions than would be expected clinically. No attempt was made to separate the headphones and shunt valve with a tissue layer. Theoretically, this could have protective effects against changes in valve settings. Nonetheless, magnetic fields freely penetrate soft tissue such as skin. It is important to note that the headphones sit in the external auditory meatus and the valve is behind the ear. Therefore, the greatest potential for damage may be when the headphones are put on and taken off, creating a more tangential magnetic force near the valve. As this was an in vitro study, it was difficult to ascertain how this natural movement of putting headphones on and taking them off would affect the valves. Lastly, largely because of the expense, only a single valve from each of the 3 manufacturers was examined. Variability in the susceptibility of different valves cannot be ruled out. Furthermore, only 3 types of headphones among the many available were tested.
conclusions
Neurosurgeons should be aware that the potential for shunt reprogramming in patients using headphones is re- mote unless a headphone is in direct contact with a programmable shunt valve or there is tangential movement of a headphone around a valve. Since most headphones do not emit any significant magnetic force beyond 5 mm, we find no evidence that they are capable of changing a programmable valve under standard use conditions. Shunts are more likely to fail from obstruction, infection, or valve failure than from reprogramming from magnets.
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